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ABSTRACT 

A survey  of  methods  employed  for  the  measurement  of 
small  currents  In  the  range  from  10“**  to  about  10  * amp* 
is  presented  with  particular  attention  given  to  various 
methods  of  reducing  drift  In  d-c  amplifiers  used  for  the 
measurement  of  Such  currents.  The  problem:  Involved  in 
designing  a stable  power  supply  arc  also  considered.  Expcri- 
mental  results  obtained  from  three  types  of  a-c  op* 
electrometer  amplifiers  arc  presented.  These  arc:  (II  a 

unity  feedback  electrometer  employing  a Vlctoreen  VX-4  (A 
tube,  (2)  a batteryless  electrometer  circuit  employing  a 
General  Electric  FP-54  tube,  and  13)  a new  type  of  elec- 
trometer circuit  utilizing  nonllnesr  capacitors. 
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SECTION  I 


INTRODUCTION 

Certain  scientific  investigations  require  the 
measurement  of  currents  of  very  small  magnitude  that  are 
beyond  the  capabilities  of  even  the  most  sensitive  gal- 
vanometers. Most  noteworthy  are  the  ion  currents  In  mass 
spectrometer  and  Ionization  chamber  work  and  also  the  small 
electron  currents  from  high  vacuum  photoelectric  cells  used 
to  measure  very  weak  light  flux.  Such  currents  may  range 
from  10  * * to  10  amperes  or  lower. 

Much  of  fhe  experimental  work  reported  In  this 
paper  concerns  methods  used  to  measure  Ion  currents  In  a 
mass  spectrometer  designed  for  the  study  of  negative  gas- 
eous Ions.  This  work  is  being  conducted  by  the  Department 
of  Electrical  Engineering  and  the  Engineering  and  Industrial 
Experiment  Station  at  the  University  of  Florida  by  contract 
with  the  Office  of  Nava  I Research  under  Contract  Number 
Non r 580(00)580(01). 

For  determining  the  value  of  very  small  currents, 
Instruments  have  been  evolved  which  either  measure  the 
potential  developed  across  a high  resistance,  of  the  order 
of  10**  ohms,  through  which  this  current  is  flowing,  or 
else  measure  the  rate  of  change  of  potential  of  a charged 
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conductor  due  to  these  currents.  The  electroscope  was 
the  first  Instrument  employing  the  latter  method.  It  was 
used  In  early  work  on  the  measurement  of  radioactivity 
In  conjunction  with  an  Ionization  chamber. 

The  apparatus  was  arranged  as  shown  in  Fig.  1.1. 

A charge  was  placed  on  the  collector  and  leaves  of  the 
electroscope.  The  Intensity  of  ionization,  and  hence 
radioactivity,  then  being  Indicated  by  the  rate  of  decline 
of  the  deflection  of  the  electroscope  leaves.  Refinements 
consisted  of  an  automatic  recharging  device  which  worked 


Figure  l.l  - Ion  Chamber  and  Electroscope 

on  the  principle  that  as  the  leaves  of  the  electroscope 
collapsed  they  contacted  a charged  conductor  and  were 
recharged.  An  alternate  scheme  consisted  of  applying  a 
constant  potential  to  the  Ion  chamber  In  series  with  a high 
resistance,  and  as  mentioned  previously,  measuring  the 
potential  drop  across  the  resistor  due  to  the  Ion  current 
with  a quadrant  electrometer.  The  latter  form  of  operation, 
with  the  quadrant  electrometer  replaced  by  a electrometer 
tube  and  D.C.  amplifier,  is  used  In  some  modern  types  of 
radioactivity  meters. 
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An  electrometer  1$  a device  for  measuring  electric 
potential.  In  Its  most  simple  form  It  consists  of  a cali- 
brated electroscope.  £ I ectromet ers  have  taken  many  forms 
such  as  the  string,  quartz  thread,  capillary,  gold  leaf, 
and  quadrant  el ectromet ers,  but  all  these  early  forms 
worked  on  the  same  principle,  namely  e I ectrostat  I c attrac- 
tion of  oppositely  charged  conductors.  The  quadrant  elec- 
trometer received  much  attention  from  the  early  workers  and 
reached  a high  state  of  development.  A rather  remarkable 
sensitivity  was  obtained  from  special  forms  of  the  quadrant 
electrometer,  an  example  Is  the  Compton  quadrant  electrometer 
which,  by  careful  adjustment,  can  be  made  to  read  10,  000  scale 
divisions  per  volt  with  a scale  distance  of  one  meter. 

The  principle  drawback  to  the  use  of  the  quadrant 
electrometer  Is  that  high  sensitivity  demands  extraordinarily 
delicate  construction  and  adjustment.  Many  of  the  disadvan- 
tages of  the  quadrant  electrometer  can  be  avoided  If  a vacuum 
tube  electrometer  is  used.  Ideally,  a control  grid  maintained 
negative  with  respect  to  the  cathode,  would  control  the  plate 
current  with  no  loss  of  charge.  Unfortunately,  this  Ideal 
condition  Is  never  realized.  In  fact,  most  tubes  designed 
for  radio  receiver  use  have  grid  currents  so  large  that  It 
Is  not  advisable  to  use  grid  resistors  larger  than  several 
megohms.  Metcalf  and  Thompson  (I)**  undertook  a study  of 

^Numbers  In  parentheses  Indicate  reference  listed  In 
the  bibliography  at  the  end  of  this  paper. 
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grid  currents  which  resulted  In  the  now  well  known  General 
Electric  FP-54  electrometer  tube.  By  means  ot  special  con- 
struction and  operation  it  is  possible  to  reduce  grid  currents 
to  I0'16  amp.,  which  permits  currents  ot  the  order  ot  I0-*^  amp. 
to  be  detected.  Nelson  (2)  describes  a method  tor  reducing 
grid  current  of  a trlode  by  operating  the  tube  backwards, 
that  Is,  by  making  the  plate  serve  the  function  of  the  control 
electrode  while  the  grid  serves  as  the  plite.  The  grid  Is 
operated  at  approximate ly  four  volts  positive  with  respect 
to  the  cathode,  and  serves  as  the  Indicating  electrode  as 
well  aa  to  rcpeli  positive  ions  emitted  from  the  cathode,  that 
would  normally  be  attracted  to  the  negative  control  electrode. 

A tube  operated  In  this  manner  Is  called  an  Inverted  trlode 
and  the  result  Is  a considerable  reduction  In  grid  current 
at  the  expense  of  sensitivity.  Several  tubes  of  this  type 
were  manufactured  by  '#e  s t i nghou  s c.  Generally  a tetrode  elec- 
trometer tube  such  as  the  FP-54  Is  preferable  because  of 
higher  sensitivity  and  lower  grid  current. 

High  sensitivity  from  electrometer  tubes  demands  that 
some  means  be  used  to  reduce  the  effects  of  power  supply 
voltage  fluctuations  and  eftects  due  to  ageing  of  the  tube, 
etc.  These  effects  produce  a shift  in  the  zero  point  of  the 
galvanometer  or  other  indicating  device.  In  the  past,  the 
problem  of  a stable  source  of  power  has  been  solved  by  the 
use  of  large  storage  batteries  with  operation  restricted  to 
from  about  90  to  50  per  cent  of  full  charge.  Various  forms 
of  balanced  one  and  two  tube  circuits  (3,  4,  6)  where  developed 
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to  render  the  el ec t romet er  circuit  Insensitive  to  battery 
voltage  variations  ot  small  magnitude*  The  most  successful 
of  these  are  the  DuBridge  and  Brown  circuit  16)  and  the  split 
electrometer  tube  (9,  10).  Storage  batteries,  to  say  the 

least,  arc  undesirable  for  several  reasons  and  have  resulted 
In  a recent  trend  to  a-c  power  line  operation  using  electron- 
ically stabilized  power  supplies  III,  12,  13).  The  degree  to 

which  various  forms  of  drift  and  general  instability  have  been 
reduced  Is  shown  by  the  fact  that  special  circuits  using  power 
line  operation  often  have  drifts  of  only  a millivolt  or  so 
over  a 24  hour  period  112). 

A recent  development  is  the  v I bra 1 1 ng- r eed  electrometer 
(14,  15).  A continuously  vibrating  reed  which,  through  Its 

oscillating  capacitance  to  a fixed  electrode,  converts  the 
voltage  drop  in  the  high  value  input  resistor  to  an  approx- 
imately sinusoidal  alternating  potential.  The  e-c  signal  is 
then  amplified  by  a stable  audio  frequercy  amplifier.  This 
Instrument  has  a sensitivity  comparable  to  the  FP-54  tube  and 
can  be  made  unusually  free  from  troublesome  zero  drift.  Drifts 
are  usually  about  one  third  (or  less)  of  a mv.  per  day  and  are 
due  mainly  to  variations  of  contact  potential  on  the  vibrating 
reed. 

This  thesis  is  concerned  with  electronic  methods,  that 
Is,  methods  employing  vacuum  tubes,  for  the  measurement  of 
small  currents.  In  particular,  It  present  the  following 

i t ems : 
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l«  A study  of  the  electrometer  tube  with  attention 
given  to  method*  of  reducing  grid  current,  and 
means  for  improving  circuit  stability. 

2.  A study  of  the  causes  of  drift  In  d-c  amplifiers 
and  a survey  of  special  ctrcults  developed  for 
minimizing  drift. 

3.  A consideration  of  the  problems  encountered  in 
the  design  of  stable  a-c  line  operation  of  power 
supplies  for  use  with  electrometer  tube  circuits. 

4.  Data  obtained  from  three  experimental  electrometer 
c I rcu I ts  • 
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SECTION  2 


THE  ELECTROMETER  TUBE 

2.1  Grid  current.—  If  a vacuum  tube  Is  to  be  used  to  amplify 
small  currents,  steps  must  be  taken  to  reduce  grid  currents. 
Commercial  radio  tubes,  operated  under  normally  specified 
conditions,  have  a grid  current  of  approximately  10”^  amp. 
and  are  usually  unsuitable  for  small  current  work,  but 
exceptions  In  the  case  of  certain  tubes,  when  operated  at 
low  voltage,  should  be  mentioned  (II,  12,  13).  Vacuum  tubes 

have  been  especially  constructed  for  such  use.  Such  tubes  are 
called  electrometer  tubes. 

Metcalf  and  Thompson  (I)  list  six  sources  of  grid 

current ; 

1.  leakage  over  Insulation. 

2.  Ions  formed  by  gas  present  I r.  the  tube. 

3.  Thermionic  grid  emission  due  to  Indirect  heating 
by  the  cathode. 

4.  Ions  emitted  by  the  cfcthodc. 

5.  Pho to c I cc t ron s emitted  by  the  control  grid  under 
action  of  light  from  the  cathode. 

6.  Photoelectrons  emitted  from  the  control  grid  by 
soft  X-rays  produced  by  the  normal  anode  current. 

Steps  taken  by  Metealf  and  Thompson  to  reduce  grid  current 

were : 
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1.  Leakage  minimized  by  bringing  the  grid  lead  out 
at  the  top  of  the  tube. 

2.  The  use  of  a low  anode  voltage  to  reduce  Ioniza- 
tion of  gas  In  tube  and  to  reduce  effects  of 
soft  X-rays. 

3.  Effects  of  grid  heating  and  photo  emission 
reduced  by  using  a thorlated  filament  operated 
at  low  temperature  and  the  use  of  large  open 
structures. 

4.  Positive  Ions  emitted  by  the  filament  are  re- 
pelled by  a positive  space-charge  grid  placed 
between  fl lament  and  control  grid.  This  grid 
also  increases  transconductance. 

Such  principles  of  construction  and  operation  are  Incorporated 

In  the  FP-54  electrometer  tube  manufactured  by  the  General 

Electric  Company.  Typical  operating  conditions  are  specified 

as : 


F I I ament  voltage 
Plate  voltage 
Contro  I grid  bias 
Space-charge  grid  voltage 
F I I amen  t current 
Plate  current 
Transconductance 
Amplification  factor 
Plate  res  I stance 


2.5  volts 

6.0  vo 1 1 1 
-4.0  volts 

4.0  volts 

90.0  ma. 

40.0  >ua. 

20  ;umhos 

0.9 

45,  000  ohms 


Tubes  with  similar  characteristics  by  other  manufac- 


turers include,  among  others. 


Western  Electric  Co. 

Type  D-96475 

gr  1 d 

current  ^10“ * ^ 

amp 

VI ctoreen  Inst.  Co. 

Type  VX-4IA 

grid 

currents!  0"'*-’ 

amp 

Raytheon  Mfg.  Co. 

Type  CX-570A 

gr  1 d 

current^-10  ** 

amp 
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For  the  measurement  of  currents  greater  than  10 
amp*,  grid  current  may  be  neglected  but  for  smaller  currents 
grid  current  should  be  subtracted  from  the  indicated  value. 
Typical  grid  current  charac ter  I st I cs  for  the  FP-54  are  shown 
In  Fig.  2*1. 

For  very  small  currents,  and  also  for  the  measurement 
of  grid  current,  a method  based  on  the  rate  of  change  of  grid 


o rid  volts 

Figure  2.1  - Grid  Current  Characteristics 
of  FP-54  Electrometer  Tube 

potential  Is  used.  In  order  to  use  this  method  the  plate 
current  vs.  grid  voltage  characteristics  must  be  determined 
by  applying  an  accurately  known  voltage  to  the  grid,  by  ncans 
of  a potentiometer,  and  measuring  plate  current.  The  grid 
capacitance  must  also  be  known  but  can  be  determined  easily 
and  accurately  by  standard  techniques.  The  grid  Is  biased 
to  some  known  voltage  and  then  disconnected,  I . e.,  allowed 
to  "float".  Plate  current  now  serves  to  indicate  grid 


po  t en  1 1 a I,  eg 


Grid  current  Is  given  by, 
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<•'»  - C . in 

d C 

Where  C Is  the  total  capacitance  ot  !he  grid  circuit.  Attcr 
the  relationship  between  grid  current  and  grid  voltage  Is 
determined-  It  nay  be  plotted  and  used  for  correction.  This 
Is  the  method  used  by  the  manufacturer  to  check  grid  current. 
2.2  Sensitivity  a t ta I nab  I e.-- »The  electrometer  tube  owes  Its 
usefulness  to  the  low  magnitude  of  grid  current.  Even  though 
transconductancc  Is  only  20  yumhos,  considerable  amplification 
Is  possible  because  large  grid  resistors  may  be  used.  This 
can  be  shown  as  follows, 

- &L*  R (2) 


where.  a« 

9 

A * a 
R 

a I so, 


a small  change  In  grid  voltage, 

a small  change  In  the  current  to  be 
measured  which  is  flowing  in  R, 

grid  resl.stor 


=r  A Cj  gm 


where,  I ■ plate  current, 

g * transconductance, 
m 


(3) 


Simultaneous  solution  of  equations  I and  2 for  1^  gives. 


From  which. 


A <-p  — A C4.  f? ^ m . 


A ip 


*-1  c r*  ^ o 

current  amplification  - . 


(4) 


An  fP-54  used  In  conjunction  with  a grid  resistor  of 
10"  ohm*  allows  a current  amplification  of, 

— ~ = (2 OX  io-5)00>‘)  ■*  Z.OX/O 6 
4 <•* 

If  a galvanometer  with  a sensitivity  of  4x10”*^  amp. /mm. 
Is  connected  In  the  plate  circuit,  a current  sensitivity  of 
2x10”*^  amp. /mm.  Is  obtained. 

2.3  Installation  precaut Ions.— »A  number  of  precautions  must 
be  observed  If  full  advantages  of  the  low  grid  current  pro- 
perties of  an  electrometer  tube  are  to  be  realized.  The 
surface  of  fhe  tube,  especially  around  the  grid  lead,  must 
be  kept  free  from  all  sources  of  leakage.  The  tube  envelope 
should  be  washed  with  alcohol  before  use.  Ideally,  the  tube 
should  be  kept  In  a vacuum,  but  If  this  Is  not  practical  the 
air  In  contact  with  the  tube  should  be  kept  dry  with  a drying 
agent  such  as  phosphorous  pentoxlde  placed  In  a shielded  box 
w| th  the  tube. 

2.4  Circuits  used  to  reduce  drift.— When  an  electrometer  tube 
Is  used  to  measure  extremely  small  currents,  special  circuits 
to  neutralize  the  effects  of  batfery  drift  and  variations  In 
the  thermionic  emission  of  the  filament  are  required.  Gener- 

a I ly  speaking,  all  neutralizing  schemes  developed  use  a 
balanced  bridge  arrangement.  The  most  successful  of  such 
circuits  are  balanced  both  for  power  supply  and  filament 
emission  f I uctua 1 1 on s. 
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2.41  Two  tube  bridge  circuit. — A two  tube  circuit  recommended 
by  DuBrldge  (3)  In  shown  In  Fig,  2.2.  In  this  circuit  R^|  It 
varied  until  small  changes  In  plate  voltage,  brought  about  oy 
changing  R-j,  do  not  affect  the  galvanometer  deflection* 
Furthermore  the  contact  on  Rj  Is  adjusted  until  small  changes 
In  i?2>  controlling  the  filament  current,  leave  the  deflection 
unchanged.  The  galvanometer  zero  Is  restored  after  every 


adjustment  by  readjusting  grid  potentials  by  means  of  R.^ 
and  R^* 

Best  results  are  obtained  with  matched  tubes. 

A matched  pair  must  be  selected,  since  there  are  large  varia- 
tions between  Individual  tubes.  This  Is  a rather  serious 
disadvantage  since  the  FP-54  Is  rather  expensive. 

This  coupled  with  the  tact  that  the  circuit  Is  not  balanced 
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for  random  filament  emission  fluctuation  between  the  individual 
tubes  has  resulted  In  the  development  of  one-tube  balanced 
cl rcul ts. 

2.42  So  I I er  circuit.— One  of  the  first  balanced  one-tube 
circuits  was  devised  by  Soiler  (4).  The  circuit  Is  shown  In 
Fig.  2.3  together  with  a simplified  equivalent  circuit  In  which 
rp  Is  the  plate  resistance  of  the  electrometer.  The  tube  forms 

one  arm  of  a Wheatstone  bridge.  The  plate  current  (I  ) char- 

P 

acterlstlcs  as  a function  of  supply  voltage  (E^l  Is  shown  In 
Fig.  2.3(ct.  This  curve  Is  the  result  of  the  simultaneous 
variation  of  plate  voltage,  grid  bias,  and  filament  current, 
since  they  all  originate  from  the  same  source.  At  the  operating 
point,  o,  the  tube  can  be  assumed  to  be  replaced  by  a resistance 
determined  by  the  negative  slope  of  the  tangent  line  to  the 
curve  at  o In  scries  with  a source  of  voltage  Ep,  which  Is 
determined  by  the  Intercept  of  the  tangent  line  and  the  Ej,  axis. 

Balanced  conditions  against  variations  In  the  supply 
current,  I require  that 


Tr  _ _ _Ru 
R'  " R-t 


(5) 


Where,  R*  ■ S|*&2*®3+  filament  resistance. 

A bridge  with  a source  of  voltage  In  one  arm  such  as 
E^  will  have  an  unbalanced  output,  E,  which  is  given  by 


E 


Ep 

r r,+fiL 


16) 


Figure  2,3  - Soller  One  Tube  Circuit 


The  purpose  of  the  battery  In  the  galvanometer  circuit  Is  to 
cancel  out  this  voltage*  Range  of  balance  Is  limited  by  the 
curvature  of  the  tube  cha rac t er I s t I cs • This  curvature  causes 
rp  and  £p  to  change  with  changes  of  battery  voltage,  t^* 

Turner  and  Sttegeltn  15)  point  out  that  the  battery  £f  should 
have  a voltage  near  E,  since  R^  must  be  determined  from  equa- 
tion 6 once  £'  Is  selected*  If  £'  Is  too  small,  R ^ must  be 
correspondingly  low,  which  results  In  a loss  of  sensitivity 
because  R^  Is  essentially  In  shunt  with  the  galvanometer. 

Since  R^  Is  determined  by  the  filament  current  requirements. 

It  Is  of  relatively  low  resistance  compared  with  The  mo»t 

serious  objection  to  the  Soller  circuit  Is  the  necessity  for 
battery  Ef*  Variations  In  the  potential  of  battery  £*  due  to 
temperature  and  ageing  effects  appear  directly  In  the  galvanom- 
eter circuit.  Also,  the  circuit  Is  not  balanced  for  random 
variations  of  filament  emission* 

2*43  DuBrldge  and  Brown  clrcult*--A  one  tube  circuit  by 
DuBrldge  and  Brown  16),  which  eliminates  the  battery  In  the 
galvanometer  circuit  and  also  otters  a means  for  reducing  the 
effects  of  filament  emission  variations,  Is  shown  In  Fig.  2.4. 
Since  space-charge  grid  current  and  plate  current  come  from  the 
same  source.  It  may  be  assumed  they  will  vary  In  the  same  ratio 
with  variations  of  filament  emission.  For  zero  galvanometer 
deflect)  on. 
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Figure  2.4  - DuBrldge  and  Brown  One  Tube  Circuit 


17 


The  voltage  across  the  galvanometer  Is  given  by, 

e = t'5c  f?s-  - cP  Rl  > 181 


which  assumes  that  the  galvanometer  current  Is  small  compared 


For  the  galvanometer  deflection  to  be  Independ- 

\SL- 

<^b 


to  I or  I 

P sc 

ent  of  ianc!  hence  1^),  ^^7  must  equa  I zero.  That  Is, 


or 


^ <-  p 

31b 


o 

} 


i l y _ R » ^ ^s«=- 

t r6  ~ ^ 3Tb 


(9) 


For  equations  7 and  9 to  hol<^  It  Is  necessary  that  the  tangent 

lines  to  the  l_  vs,  E.  and  I vs.  E.  characteristics  curves 

P b sc  b 

Intersect  at  the  same  point  on  the  E^  axis  as  shown  In  Fig,  2.41c). 
This  Is  In  general  not  true  but  Is  approximately  true  over  a 
small  range  of  E^  so  that  satisfactory  balance  can  be  obtained. 

The  circuit  is  first  balanced  for  the  condition  expressed 
In  equation  7 by  varying  R^  until  the  galvanometer  deflection 
Is  zero.  Rheostat  R^  Is  first  adjusted  tor  correct  filament 
current.  It  Is  then  slowly  varied  until  a minimum  In  galva- 
nometer  deflection  Is  reached,  the  galvanometer  being  kept  on 
scale  by  adjustment  of  R^.  If  at  the  minimum  the  filament 
current  Is  not  within  a tew  percent  from  the  correct  value, 
the  tap  on  R^  should  be  changed  and  the  above  adjustment 
repeated.  It  will  usually  be  found  that  at  correct  balance 
the  voltages  on  the  plate,  space-charge  grid,  and  control  grid 
are  within  about  one-half  volt  of  the  recommended  values. 
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The  purpose  of  resistor  (?$  Is  to  provide  a voltage  drop  so 
that  the  space-charge  grid  will  be  operated  at  the  correct 
vo 1 1 ag  e. 

2.44  Barth  and  Penlck  c I r c u I t . --Ba r t h (7)  and  Penlck  18)  have 
shown  that  an  extra  degree  of  freedom  for  balancing  the 
OuBrldge  and  Brown  circuit  may  be  obtained  by  bringing  the 
plate  and  space-charge  grid  connections  to  separate  taps  on 

r3* 

2.45  Split  electrometer  tube. --In  work  done  to  Improve  the 
stability  of  the  FP-54,  Fafferty  and  Kingdon  (9)  found  that 
the  DuBrldge  and  Brown  circuit  cannot  entirely  eliminate 
fluctuations  and  drift  due  to  filament  emission  because  of 
the  asymmetry  of  the  space-charge  grid  and  plate.  The  space- 
charge  grid  draws  about  four  or  five  times  as  much  current  as 
the  plate.  Under  these  conditions  It  was  found  that  the  space- 
charge  grid  current  and  plate  current  do  not  change  In  the 
same  ratio  for  changes  In  filament  emission.  Short-time 
fluctuations  were  found  to  be  due  to  temperature  limited  con- 
ditions at  the  ends  of  the  fl lament  because  of  cooling  by  the 
lead  wires.  long-time  drift  was  found  to  be  caused  by  a slow 
activation  or  deactivation  of  the  filament.  By  operating  the 
filament  at  a temperature  at  which  activation  or  deactivation 
does  not  take  place  and  placing  shields  over  the  ends  of  the 
filament,  short-time  fluctuations  and  long-time  drift  could 


be  reduced 
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laffe'-ty  and  Kingdon  (op.  clt.)  (9)  uted  a split 
electrometer  tube  in  effort*  to  obtain  better  symmetry.  The 
spilt  electrometer  tube  consists  of  a common  space-charge 
grid  and  filament,  but  separate  control  grids  and  plates 
which  are  geometrically  similar  and  are  symmetrically  situated 
on  each  side  of  the  filament  plane  as  shown  In  Fig.  2.5(c). 
Insulation  precautions  are  v a k en  on  only  one  grid  since  the 
other  Is  not  used  tor  current  measurement.  A circuit  used  with 
the  split  electrometer  tube  Is  shown  in  Fig.  2.5(a). 

In  the  bridge  circuit  using  a s p I i ♦ electrometer  tube 
or  a pair  of  matched  tubes  and  a low  resistance  indicating 
device  such  as  a galvanometer  as  shown  in  Fig.  2.51b),  maximum 
sensitivity  Is  obtained  when  (?  ^ | * ^ and  R^  *»  r^  . Condl- 


P2 


tlons  for  balance  are: 


2. 

3. 


^ TFT 


The  sensitivity  is  reduced  by  one-half  due  to  the 
splitting  operation  and  by  one-half  by  the  bridge  circuit  so 
that  the  overall  sensitivity  Is  one-fourth  that  of  a single- 
tube  circuit.  Sensitivity  can  be  Increased  by  using  a higher- 
efficiency,  oxide-coated  filament  In  place  of  the  thorlated 
filament.  The  use  of  an  oxide-coated  filament  also  results 
in  lower  grid  current  because  of  the  lower  operating  temperature 
which  reduces  currents  due  to  photo-emission  from  the  grid  under 
action  of  light  from  the  filament. 
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Figure  2#5  - Split  Electrometer  Tube  and  Circuit 
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The  circuit  Is  balanced  as  follows: 


1. 

2. 


Set  R^  to  equal  R^. 

Bias  on  Vo  is  varied  by  means  of  Rg,  to  set 
1 2 equa  1 fo  I | . 


3*  R ^ Is  varied  to  cause  changes  In  I which  are  then 
balanced  out  by  fine  adjustment  of  R^  until  no 
galvanometer  deflections  occur. 


4.  Slight  adjustments  may  be  necessary  on  R.  to 
eliminate  long-time  drift.  J 


Lafferty  and  Kl ngdon  (op.  ctt.)(9)  give  performance 
data  on  a spilt  electrometer  tube,  which  In  conjunction  with 
a galvanometer  with  a sensitivity  of  2x10“*®  amp./mm.,  gave 
an  overall  sensitivity  of  50,000  mm. /volt  and  a long-time 
drift  of  less  than  two  mv.  per  week.  The  short-time  fluctua- 
tions were  only  three  times  as  great  as  were  computed  due  to 
the  grid  resistor  and  a bandwidth  of  one  cycle  per  second. 
This  tube  was  a modified  FP-54  with  a oxide-coated  filament 
requiring  120  ma.  at  1.5  volts. 

Two  commercially  available  split  electrometer  tubes 
are  the  Ferranti  type  DBM8A  and  the  Compagnle  des  lampes 
type  6196. 


SECTION  3 


MtTHOOS  FOR  REDUCING  DRIFT  IN  D-C 
AVP  L I F IERS 

This  section  will  be  devoted  to  a study  of  the  most 
troublesome  problem  associated  with  d-c  amplifiers,  namely 
drift  of  the  zero  setting*  D-c  amplifiers  following  an 
electrometer  tube  are  useful  for  increasing  the  current 
sensitivity  to  a degree  sj  that  less  sensitive,  more  rugged, 
and  usually  more  convenient  indicating  instruments  than  a 
string  suspension  galvanometer  may  be  used.  Even  though  the 
electrometer  tube  Is  a d-c  amplifier,  many  of  the  circuits 
used  are  peculiar  to  It  due  to  the  special  construction  and 
operation.  In  particular,  this  section  will  be  concerned  with 
drift  neutralizing  methods  as  applied  to  amplifiers  which 
follow  the  electrometer  tube  and  use  more  conventional  tubes 
and  circuit  components.  Practically  the  same  drift  require- 
ments as  for  an  electrometer  tube  are  placed  on  the  first  stage 
following  an  electrometer  tube,  because  the  electrometer  tube 
provides  no  voltage  amplification,  but  serves  as  an  Impedance 
matching  device  from  the  high  value  grid  resistor  to  the  In- 
put of  the  first  stage.  Since  drift  may  be  represented  as  a 
fictitious  source  of  voltage  In  the  cathode  lead,  large  ampli- 
fication in  the  Initial  stage  Is  highly  desirable  In  order  to 
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override  drift  In  the  latter  stages.  For  ihese  reasons 
particular  attention  Is  directed  toward  neutralizing  drift 
In  the  first  stages  of  a d-c  amplifier. 

3.1  Causes  of  drift.  --Drift  In  a d-c  amplifier  may  be 
attributed  to : 

1.  Variations  In  the  value  of  circuit  parameters, 
such  as  resistances. 

2.  Variations  in  plate  voltage. 

3.  Variations  in  tube  parameters. 

4.  Variations  In  filament  emission. 

The  first  of  these  can  be  eliminated  by  using  stable  circuit 
components,  such  as  t cmper  a t ur  e- s t a b I c wire-wound  resistors, 
good  Insulation,  care  In  construction,  etc.  The  second  may 
be  ml nlml zed  by : 

1.  Use  of  stabilized  power  supplies  and/or 

2.  Circuits  which  are  balanced  for  variations  in 
plate  voltage. 

The  third  cause  of  drift  arises  mainly  from  two  sources, 
mechanical  and  electrical.  Mechanical  drift  Is  caused  by 
a shift  In  tube  elements  by  thermal  expansion  or  mechanical 
shock.  These  effects  can  be  reduced  by  using  low  supply 
voltages  and  shock  mounting  of  the  tube.  Drifts  due  to 
heating  of  the  tube  elements  occurs  largely  during  the  initial 
warm  up  period  after  the  amplifier  Is  turned  on.  Electrical 
variation  of  tube  parameters  arc  largely  due  to  conditions 
at  the  emitting  surface  of  the  cathode  and  so  come  under  item 
tour,  variations  In  filament  emission.  These  variations  are 
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largely  due  to  variations  In  ti  lament  supply  voltage,  ambient 
temperature  changes,  and  to  varying  conditions  at  the  emitting 
surface  ot  the  cathode*  These  effects  may  be  termed  the 
"effective  contact  difference  ot  potential"  between  grid  and 
cathode*  A definite  change  In  healer  voltage  is  equivalent 
to  a definite  change  in  ca t hode-g r I d potential.  For  an  oxlde- 
coated  cathode  a ten  per  cent  change  in  filament  voltage  is 
equivalent  to  approximately  a 100  mv.  change  in  cathode-grid 
voltage*  As  with  plate  voltage  variations,  the  effects  of 
cathode  supply  voltage  variations  can  be  reduced  by  using  a 
llzed  power  supply  or  cancelling  circuits,  or  both* 

After  various  schemes  have  been  applied  to  a d-c 
amplifier  to  render  it  insensitive  to  power  supply  variations. 
It  will  be  found  that  the  remaining  drift  consists  ot  a 
rather  large  short-time  drift,  lasting  about  an  hour,  as  tubes 
come  to  a new  temperature  equilibrium  and  a long-time  drift 
that  decreases  as  the  tubes  age*  In  order  to  reduce  the 
latter  drift,  new  tubes  are  usually  aged  for  about  a week  at 
normal  filament  voltage  before  being  used  In  d-c  amplifiers* 
3.2  Circuits  used  to  reduce  dr  I f t . --Dr  I f t caused  by  varia- 
tions in  heater  voltage  may  be  cancelled  by  using  the  circuit 


shown  in  Fig.  3.1*  A change  In  heater  voltage  causes  a change 
In  emission  from  both  tubes,  but  If  the  diode  plate  current. 


I ^ is  made  much  larger  than  the  trlode  plate  current. 


the  Increased  current  In  R causes  an  increase  in  bias  on  the 


trlode  Cor  pentode!,  which  it  properly  proportioned,  will 


i 


I 
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reduce  the  plate  current  In  the  trlode  to  the  original 
value.  This  circuit  is  not  compensated  for  variations  of 
plate  voltage  or  variations  in  random  emission  of  th»  Indi- 
vidual cathodes.  A duodi  ode-t  r I ode  tube,  as  used  in  radio 

receivers  for  second  detector  and  first  audio  stage,  might 

I 

prove  useful  because  of  the  common  cathode. 

^ Miller  (17)  has  developed  a cathode  heater  compen- 

sator circuit  which  employs  a triode  in  place  of  the  diode. 
Miller's  circuit  uses  a double  triode  with  a common  cathode 
as  shown  In  Fig.  3.2.  Drift  may  be  assumed  to  be  caused  by  a 
fictitious  source  of  voltage,  At,  in  the  cathode  circuit. 

, Miller's  analysis  shows  for  correct  compensation  that  it 


then 


( I) 


A£  = — £g-rr*2Acp(  * O 


(2) 


Miller's  analysis  assumes  that  R.  is  large  so  that  I Is 

L P | 

small  compared  to  I Rl  Henhouse  (18)  has  shown  that  no 

limitations  need  be  placed  on  the  value  of  and  that  compen- 
sation will  hold  as  long  as  equation  I is  tru«.  Large  heater 
voltage  variations  cause  g to  change,  thus  compensation  is 
tangential  and  is  useful  over  a limited  range,  by*  still 
considerable  Improvement  over  an  uncompensated  circuit  is 
obtained.  This  circuit  is  not  compensated  for  plate  voltage 
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variation,  but  can  be  made  *o,  as  can  the  diode  compensator, 
bv  applying  a portion  of  the  plate  voltage  Into  the  Input 
circuit,  as  shown  In  the  dotted  connection  In  Fig.  3.2, 
by  means  of  a properly  tapped  voltage  divider  In  the  plate 
supp  I y , 

Compensation  both  for  effects  of  heater  voltage  change 
and  those  due  to  random  changes  of  emission  can  be  obtained 
In  a pentagrld  type  tube  by  use  of  a circuit  as  shown  In 
Fig.  3.3  (191.  In  tnls  circuit  R ( Is  adjusted  to  make  grids 
one  and  four  have  equal  and  opposite  transconductance  to  the 
piate.  Therefore  any  change  of  emission  caused  by  heater 
voltage  variation  or  cathode  emission  variation  will  cancel 
out  In  the  plate  circuit.  Plate  w*ltage  compensation  may  be 
applied  by  a tapped  divider  as  in  the  Miller  and  diode  com- 
pensator circuits. 

Another  compensation  scheme  that  may  be  applied  to  a 
pentagrld  tube  Is  shown  In  Fig.  3.4.  Here  as  before  grid 
number  three  serves  as  the  control  grid.  The  screen  grid  Is 
supplied  from  a low  Impedance  source  and  furnishes  a large 
portion  of  the  cathode  current.  Cathode  resistor  R Is  made 
large  so  that  drift  voltage,  A e,  causes  little  change  In 
cathode  current,  hence  practically  all  of  the  drift  voltage 
Is  developed  with  reversed  polarity  between  cathode  and 
ground.  The  voltage  developed  In  the  cathode  circuit  changes 
the  bias  on  grids  numbers  one  and  two  In  a direction  to  largely 
neutralize  the  effects  of  drift.  Degeneration  due  to  the  large 
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cathode  resistor  is  small  because  plate  current  is  made  small 
compared  to  screen  current  by  employing  a high  resistance  plate 
load  resistor.  Caldecourt  <121  describes  an  electrometer 
amplifier  in  which  a type  I2BE6  pentagrid  tube  Is  used  as  the 
electrometer  tube.  A circuit  similar  to  Fig.  3.4  Is  employed. 

An  Improvement  In  zero  point  drift  of  about  seven  times  over 
that  of  an  uncompensated  circuit  Is  obtained.  Plate  voltage 
compensation  Is  obtained  by  applying  a portion  of  the  plate 
voltage  supply  to  grid  number  one. 

A bridge  balanced  circuit  remains  balanced  over  a 
wider  range  of  power  supply  voltages  than  the  simple  compen- 
sation circuits  If  Identical  tubes  are  used  In  the  Individual 
arms.  A conventional  bridge  amplifier  Is  shown  In  Fig.  3.5. 
Practically  the  same  requirements  of  tube  balance  and  adjustment 
as  specified  for  the  electrometer  bridge  circuit  are  necessary 
here.  Double  trlodes  are  useful  In  this  circuit  since  there 
Is  the  greater  probability  of  obtaining  a close  match  between 
sections  of  such  a tube  than  with  individual  tubes. 

An  alternate  bridge  circuit,  which  has  several  advan- 
tages over  the  parallel  circuit  is  shown  In  Fig.  3.6  <20). 

Here  the  balance  Is  no  longer  for  tubes  In  parallel,  but 
rather  In  series,  and  both  tubes  pass  the  same  plate  current 
at  zero-signal  position.  A difference  of  cathode  emission 
between  the  two  tubes  will  shift  the  zero  position  less  with 
the  same  plate  current  In  each  tube.  The  circuit  can  be 
carried  a step  further  and  resistors  R^  and  R4  replaced  by 
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a similar  series  arrangement  of  fobes.  The  output  circuit 
Is  then  push-pull  and  Is  useful  for  deflecting  the  beam  In 
a cathode-ray  tube. 

One  way  to  avoid  the  drift  difficulties  of  a d-c 
amplifier  Is  to  allow  the  d-c  signal  to  modulate  an  a-c 
carrier.  After  sufficient  amplification  In  an  a-c  amplifier 
the  modulated  carrier  Is  detected  to  recover  the  amplified  d-c 
signal.  In  photo-tube  work  and  In  the  measurement  of  various 
forms  of  radiation  using  high  speed  bolometers  and  thermocoup  I es. 
It  Is  possible  to  Interrupt  the  radiation  by  means  of  a mechan- 
ical shutter  and  thus  directly  obtain  an  a-c  output  that  is 
proportional  to  the  incident  radiation.  Another  type  of 
modulator  that  Is  used  with  relatively  low  Impedance  circuits 
Is  the  "chopper",  which  consists  of  vibrating  contacts  that 
Interrupt  the  d-c  signal  at  a fixed  rate  and  hence  generate  a 
carrier  signal  that  Is  proportional  to  the  d-c  signal. 

High  Impedance  circuits  usually  employ  a dynamic 
condenser  modulator.  In  this  type  of  modulator,  one  plate 
of  a condenser  Is  electrically  driven  so  as  to  vibrate  at  a 
fixed  amplitude  relative  to  the  other  plate.  The  d-c  signal 
Introduces  a charge  on  the  plates,  which  by  their  relative 
motion  change  the  capacity,  and  hence  generate  an  a-c  voltage 
between  the  plates  that  is  proportional  to  the  d-c  signal. 

A modulator  of  this  type  Is  used  in  the  vibrating  reed 
electrometer  and  the  vibration  multiplier  which  Is  used  In 
computers. 


The  nonlinear  characlerl sll cs  of  a vacuum  lube  may 
also  be  used  as  modulators  for  this  type  of  work.  Lampltt  (21) 
has  developed  a modulated  carrier  d~c  amplifier  using  a balanced 
bridge  Input  circuit  with  a pair  of  matched  tubes  as  modulators. 
A block  diagram  is  shown  In  Fig.  3.7.  An  oscillator  generates 
the  carrier,  which  Is  Introduced  by  blocking  capacitors  to 
the  grids  of  the  modulator  tubes.  With  zero  d-c  signal  at 
the  Input,  no  carrier  Is  transmitted  to  the  input  of  the  a-c 
amplifier;  A signal  Introduced  on  the  Input  will  cause  the 
plate  resistance  of  one  of  the  tubes  in  the  bridge  circuit  to 
change,  hence  up-setting  the  balance  and  generating  an  a-c 
signal  at  the  Input  to  the  a-c  amplifier.  For  maximum  sensi- 
tivity the  modulator  tubes  are  operated  In  the  nonlinear 
portion  of  their  plate  characteristics  so  as  to  produce  a 
large  change  In  plate  resistance  for  a given  input  signal. 

Vacuum  tubes  as  modulators  In  this  type  of  d-c  amplifier  are 
of  little  value  as  far  as  drift  Is  concerned,  since  any  change 
In  tube  characteristics  will  be  equivalent  to  a signal  Input 
as  In  a conventional  d-c  amplifier.  The  most  stable  modulators 
are  usually  circuit  elements  such  as  resistance.  Inductance, 
and  capacitance,  which  can  be  made  more  stable  than  vacuum 
tubes. 

Modulated  carrier  s*y  s t“ims  "'are  limited  In  band- pass 
characteristics  by  the  carrier  frequency,  which  must  be  high 
If  wide  bard  widlh  Is  to  L»e  obtained.  Many  of  the  mechanically 
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Moo. 


Figure  3 


driven  modulators  are  thus  limited  as  to  band-pass  character- 
istics. Goldberg  (22)  has  devised  an  Ingenious  d-c  amplifier 
which  overcomes  these  limitations.  A block  diagram  Is  shown 
In  Fig.  30  8.  A conventional  feedback  amplifier  Is  employed, 
but  a chopper  modulator  Is  used  to  convert  the  drift  voltage 
Into  an  a-c  signal  which  Is  amplified,  detected  (by  extra 
contacts  oft  the  chopper),  and  used  to  correct  the  d-c  amp  I I f I 
for  drift.  This  system  utilizes  the  tact  that  the  Input  to  a 
unity  feedback  amplifier  is  the  only  point  where  the  signal 
can  be  separated  from  drift.  The  signal  relative  to  ground 
at  the  Input  Is  reduced  by  feedback  to  a factor  equal  to  the 
open  loop  gain,  while  the  full  drift  voltage  Is  present  at 
this  point  due  to  the  feedback  loop.  The  d-c  amplifier  can 
be  designed  In  the  usual  manner  for  a wide  band-pass  wh I le 
the  a-c  amplifier  need  have  only  a narrow  band-pass  In  order 
to  pass  the  slowly  varying  drift  signal. 


SECTION  4 

ELECTRONICALLY  STABILIZED  POWER 
SUPPLIES 

This  section  will  present  some  of  the  problems  encoun- 
tered In  the  design  of  electronically  stabilized  power  supplies 
used  In  conjunction  with  electrometer  tube  circuits*  Attention 
will  be  directed  to  the  simple  degenerative  stabilizer  123), 
since  It  Is  the  most  widely  used  and  generally  satisfactory 
for  this  type  of  work*  A description  of  two  experimental 
supplies,  together  with  performance  data,  will  be  given* 

4*1  The  degenerative  stabl  1 1 zer*— I n Its  most  simple  for«v 
the  degenerative  stabilizer  consists  of  a trlode  tube  In  series 
with  the  unstablllzed  power  source,  which  consists  usua  I ly  of 
the  standard  trans f ormer-r ect 1 1 1 er- 1 1 1 1 er  combination,  and  the 
load  as  shown  In  Fig*  4.1(a). 

One  figure  of  merit  of  a stabilized  power  supply  Is  the 
stabilization  ratio,  SQ.  It  Is  the  ratio  of  the  proportionate 
change  of  Input  voltage  to  a proportionate  change  of  output 
vo  I tage*  That  I s, 

S _ if  E « 
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Assuming  for  the  moment  that  the  supply  has  a constant  load 
and  that  the  s t ab I 1 1 za t I on  is  sufficient  to  hold  the  change  of 
load  current  (with  variation  of  E|)  to  a negligible  amount, 
then  the  equivalent  circuit  of  F * g . 4.1(b)  may  be  simplified 
to  that  of  Fig.  4.1(c).  From  which  there  follows  that 


zx  £Y  — /‘fj--  A £o  } 


and 


e.3  - & , 


(2) 


(3) 


R i 

where  /3  - (e  develops  across  R , ) 

From  which  the  stabilization  factor  becomes 

So  - Cs*/9+  0 §f  ' (4) 

For  a large  stabilization  ratio  It  Is  necessary  for  the  control 
tube  to  have  a large  amplification  factor, /u.  The  stabl  1 1 zat  ion 
factor  can  be  increased  by  adding  amplification  so  that  the 
effective  gain  of  the  control  tube  Is  Increased.  This  is 
illustrated  In  Fig.  4.1(d),  which  gives 

^ = K CsGAA'oJ  j (5) 

o 

Where  /3-  (input  voltage  to  amplifier  developed 

across  R2) 

K • Voltage  gain  of  amplifier. 
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Using  equations  5,  2,  and  I and  solving  for  Sq  gives 

5.  = ( + »)  -I7-  * (61 

From  equation  6 It  appears  that  Infinite  gain  is 
necessary  In  the  amplifier  in  order  to  have  perfect  regula- 
tion ( Sq  a*70).  A simple  scheme  known  as  compensation  provides 
a means  of  obtaining  large  stabilization  ratios.  Compensation 
consists  of  applying  a small  amount  of  the  unstablilzed  voltage, 
tj,  to  the  amplifier.  This  Is  Illustrated  In  Fig.  4.1(e).  The 
voltage  at  the  gri.'  control  tube  t.cw  becomes 

~ K i/3,  Af.  + (7) 


Where, 


- 

@z  =* 


Rt. 

R»  _ 

R*  + R 3 


The  stabilization  factor  now  becomes 


So  - { / -h  RP \ ^ Eo 


For  perfect  stabilization, 


I 

^ K * 


(8) 


(9) 


The  voltage  output  of  the  stabilized  power  supply. 


assuming  K is  large.  Is  given  by 
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r=  F ft*  ft, 

tz*  CZ  lz  ( 10) 

Where,  E “ Voltage  of  battery  In  grid  circuit  of  control 
tube  or  amplifier. 

The  purpose  of  the  battery  with  voltage,  E,  Is  to  cancel  out 
a large  portion  of  the  voltage,  /9  Eq,  so  that  only  changes  In 
the  output  voltage,^A  E^,  appear  at  the  Input  to  the  ampli- 
fier. The  voltage,  E,  Is  called  the  reference  voltage,  be- 
cause a portion  of  the  output  voltage,  fZ  E^  Is  compared 
with  It  In  order  to  obtain^dA  Eq.  The  voltage>3A  EQ  Is 
called  the  error  signal,  and  the  amplifier,  of  gain  K,  the 
error  amp  1 1 f I er  . 

Equation  10  shows  that  the  long-time  stability  of 
the  stabilized  power  supply  depends  to  a large  extent  on  the 
stability  of  the  reference  voltage,  E,  and  the  sampling 
resistors  8 j and 

4.11  The  error  amp  I 1 1 1 er . — Th e error  amplifier  must  amplify 
signals  that  extend  down  to  zero  frequency  and  thus  encounters 
problems  assoclaled  with  d-c  amplifiers.  Drift  In  the  error 
amplifier  Is  equivalent  to  a change  of  reference  voltage  E. 
Many  of  the  d-c  amplifier  circuits  used  to  minimize  drift  are 
necessary  In  the  low  level  stages  of  the  error  amplifier  for 
best  stability. 

4.12  Reference  e I emen t s . --Th e problem  oi  a stable  reference 
element  Is  one  of  the  most  Important  with  stabilized  power 
supplies.  This  problem  is  usually  more  serious  than  drift 
In  properly  designed  error  amplifiers. 
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The  nonlinear  volt-ampere  characteristics  ot  a glow 
discharge  tube  otters  a simple  and  convenient  means  ot 
obtaining  a reterence  voltage.  Small  neon  lamps  have  often 
been  used  but  have  quite  variable  cha r ac t er I s t I cs . Glow-tubes 
especially  designed  tor  use  as  voltage  stabilizers,  such  as  the 
GB2,  OB3,  OC3,  etc.  are  much  more  uniform  of  characteristics 
due  to  greater  care  In  construction  and  testing.  Vibration 
and  change  of  position  do  not  adversely  affect  stability. 

The  most  serious  objection  to  glow-tubesls  mode  shifting,  that 
Is  a spatial  redistribution  of  the  glow  discharge  over  the 
electrodes,  when  the  tube  Is  Ignited,  when  current  Is  changed, 
or  tor  unapparent  reasons.  Mode  changes  are  evident  as  sudden 
changes  In  the  voltage  across  the  tube  and  may  amount  to  from 
0.1  to  0.5  volt.  For  maximum  stability,  a glow  tube  should 
be  operated  at  currentsat  which  mode  changes  are  at  a minimum. 
This  Is  usually  a compromise,  since  large  currents  reduce  tube 
life  and  currents  that  are  too  small  result  In  erratic  operation. 
Drift  rate  varies  with  current  and  tube  age  and  Is  usually 
positive  for  the  first  few  hours  and  then  becomes  negative 
which  continues  throughout  tube  life  at  about  200  per 

minute  (24).  Temperature  variations  are  less  than  1/2  per  cent 
over  a temperature  range  from  25  to  80  degrees  centigrade. 

* 

Dry  cells  offer  an  excellent  means  for  obtaining  a 
constant  reference  voltage  If  currents  are  limited  to  very 
small  values.  An  accuracy  of  0.05  per  cent  over  several 
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months  can  be  obtained  trom  dry  cells  when  operated  under 
the  following  conditions: 

1.  Fresh  batter  1 es. 

2.  Very  low  currents  (less  than  one  yua. ) 

3.  Constant  temperature  (within  a few  degrees 
with  a maximum  not  over  25  degrees  centigrade) 


An  electronically  regulated  power  supply  using  Burgess  Z30N 
batteries  as  reference,  when  checked  over  a period  of  20  days, 
was  constant  to  about  0.05  per  cent  (24).  The  temperature 
coefficient  of  dry  cells  Is  about  0.02  per  cent  per  degree 


Figure  4.2  - Standard  Cell 

over  a temperature  range  of  -55  to  70  degrees  centigrade. 

In  applications  where  a very  precise  reference  Is 
required,  standard  cells  are  used.  The  most  widely  used 
standard  cel!  Is  the  Weston  unsaturated  cadmium  type.  This 
cell  Is  contained  In  an  Ht-shaped  glass  vessel,  with  platinum 
wires  sealed  through  the  bottoms  for  connection  with  the 
electrodes.  A sketch  of  such  a cell  Is  shown  In  Fig.  4.2. 

The  positive  electrode  consists  of  pure  mercury  and  the  nega- 
tive electrode  consists  of  a cadmium  amalgam.  The  cell  Is 
filled  with  a solution  of  cadmium  sulphate  saturated  at 


four  deqrees  centigrade.  The  voltage  of  unsaturated  standard 
cells  varies  slightly  between  cells,  but  the  Individual  cell 
is  constant  to  within  j^O.OI  per  cent  over  a temperature  range 
ot  -16  to  15  degrees  centigrade. 

A super  regulated  power  supply,  used  as  a standard 
tor  calibrating  Instruments  and  general  laboratory  use.  Is 
manufactured  by  Radiation,  Inc.  of  Melbourne,  Florida,  This 
Instrument  supplies  voltages  In  steps  of  0.01  volts  from  zero 
to  109.99  volts  within  0.05  per  cent  Into  a load  as  low  as 

1000  ohms,  and  current  in  steps  of  0.01  ma . from  zero  to 

109.99  ma.  within  0.05  per  cent  Into  a load  as  low  as  1000  ohms 

The  Internal  reference  Is  a standard  cell  similar  to  the  V/eston 

4.2  Experimental  power  supplies.  --Two  e I ec t ron I ca  I I y stabi- 
lized power  supplies  were  especially  constructed  for  powering 
electrometer  tube  circuits.  The  first  Is  used  for  powering 
a unity  feedback  current  amplifier,  In  conjunction  with  a 
Vlctoreen  type  VX-4IA  electrometer  tube.  The  second  Is  used 
for  powering  an  FP-54  electrometer  tube  In  a Barth  type  circuit 
A more  comp lete  description  of  the  electrometer  circuits  will 
be  given  In  section  5. 

A circuit  diagram  of  the  power  supply  tor  the  feedback 
amplifier  Is  shown  In  Fig,  4.3.  This  supply  consists  of  two 
sections,  one  tor  the  heater  circuit  and  the  other  for  the 
plate  circuit.  The  heaters  of  all  tubes  excepting  those  of 
the  control  tubes  and  rectifiers  are  heated  from  the  stabilized 
output  of  the  upper  supply  as  shown  In  Fig.  4.3.  A type  6AS7 
control  tube  Is  used,  and  has  the  advantage  :hat  the  current 
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requirement!,  of  approximately  150  ma*,  can  be  met  with  a 
single  tube*  It  also  has  the  disadvantages  of  a low  amplifi- 
cation factor,  which  reduces  gain,  and  also  requires  a large 
grid  voltage  swing  for  adequate  control*  The  error  amplifier 
consists  of  one  type  I2SL7  and  one  type  I2AT7  tubes,  In  modified 
Miller  circuits  la  which  Is  zero.  This  modification  allows 
both  grids  to  be  used  as  In  a difference  amplifier  while  at 
the  same  time  providing  appreciable  cathode  compensation* 

A Burgess  type  10308  45  volt  dry  cell  battery  serves  as  the 
reference  voltage  source*  Precision  wire  wound  resistors  are 
used  In  all  parts  of  the  circuit  whtre  slight  changes  In 
resistance  would  lower  stability*  Compensation  Is  Introduced 
by  feeding  a small  portion  of  the  unstablltzed  voltage  to  the 
grid  of  the  last  stage  of  the  error  amplifier*  The  I OK 
potentiometer  provides  an  adjustment  for  compensation*  Since 
the  voltages  In  the  heater  supply  section  arc  relatively  low, 
the  plate  auoply  for  the  error  amplifier  Is  obtained  from  the 
plate  supply  section* 

The  current  requirements  of  the  plate  supply  section 
arc  moderate  and  can  be  easily  controlled  with  a type  6Y6-G 
lube,  trlode  connected*  A 6Y6-G  tube,  trlode  connected,  has 
an  amplification  factor  of  approximately  six  while  the  6AS7 
tube  has  an  amp  1 1 f I ca 1 1 on  factor  of  only  two.  The  error  ampli- 
fier Is  essentially  the  same  as  for  the  heater  supply  except 
that  an  additional  45  volt  dry  cell  battery  provides  a total 
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reference  voltage  of  90  volts*  The  higher  reference  voltage 
being  desirable  since  the  loss  of  gain  in  the  sampling  circuit 
Is  then  smaller*  Compensation  Is  applied  In  the  same  manner 
as  In  the  heater  supply  section*  Compensation  was  adjusted 
by  canceling  most  of  the  output  voltage  of  the  supplies  with 
batteries  and  measuring  changes  of  output  voltage  with  a one 
volt  full  scale  meter*  A varlac  was  used  to  vary  the  line 
voltage  over  a range  from  about  IQ5  to  130  volts*  The  I0K 
potentiometers  were  then  adjusted  to  minimize  the  effect 
of  slow  changes  In  line  voltage*  By  proper  adjustment  compen- 
sation can  be  used  to  reduce  output  variations  to  within  one 
mv.  for  a ten  per  cent  change  In  line  voltage*  Output  voltage 
variation  of  the  plate  supply  over  several  hours  of  operation 
arc  shown  In  Fig*  4.6*  The  different  plots  are  for  runs  on 
different  days,  with  the  small  differences  probably  being  due 
to  omblent  temperature  effects  on  the  reference  batteries*  The 
reference  batteries  arc  located  outside  of  the  power  supply 
cabinets  In  order  to  isolate  them  from  the  heat  from  the  power 
supply*  A Sorensen  regulator  is  used  in  the  power  line  feeding 
the  power  supply  In  order  to  reduce  line  fluctuations  to  a 
magnitude  that  the  error  amplifiers  can  handle  without  overload* 
The  plate  supply  section  of  this  power  supply  furnishes 
approximately  258  volts  at  40  ma*  with  a ripple  of  0*3  mv* 

The  heater  supply  section  furnishes  approximately  109  volts  at 
150  ma*  with  a 3 mv.  ripple* 
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A circuit  diagram  of  the  second  power  supply  Is  shown 
In  Fig.  4.4*  It  provides  an  output  voltage  of  approximately 
194  volts  at  100  ma.  Two  parallel  6Y6-G  tubes,  trlode 
connected,  are  used  as  control  tubes,,  The  error  amplifier 
consists  of  two  type  I2AX7  double  trlode  tubes.  The  heater 
power  for  the  error  amplifier  tubes  Is  stabilized  with  an 
Amperlte  ballast  tube.  The  reference  voltage  Is  obtained 
from  a type  OB3  glow  discharge  tube  operated  at  a current  of 
near  nine  ma.  from  the  stabilized  output  In  order  to  reduce 
mode  changing  effects.  The  unstaLlllzed  supply  variations 
were  reduced  somewhat  by  using  choke  Input  but,  the  allowable 
current  variations  In  the  load  are  limited  (0-120  ma I owing 
to  the  Inability  of  the  error  amplifiers  to  fully  drive  the 
control  tube.  These  limitations  occur  mainly  because  the 
error  amplifier  plate  supply  Is  obtained  from  the  relatively 
low  octput  voltage.  Control  Is  lost  below  105  volts  line 
voltage  due  to  an  Inadequate  voltage  from  the  unstablllzed 
supply  source.  This  could  be  corrected  by  using  a power 
transformer  with  higher  secondary  voltage.  Compensation  is 
adjusted  by  the  300  ohm  potentiometer  In  the  sampling  circuit. 
Fig.  4.5  shows  the  Improvement  obtained  by  compensation.  A 
high  wattage,  low  temperature  coefficient,  scries  resistor 
Is  used  to  drop  the  voltage  to  the  requirement  of  the  elec- 
trometer circuit.  From  Fig.  4.7,  It  can  be  seen  that  the 
voltage  Is  slightly  different  each  time  the  supply  Is  turned 
on.  By  adjusting  the  50  ohm  variable  resistor  for  minimum 


FIG. 4.4 --SCHEMATIC  of  Pewefl  SUPPLY  For  FP-S* 
ELECTROMerFR  TUBE  CIRCUIT 


ga  I vanoraeter  Reflection,  these  effects  can  be  compensated, 
while  also  assuring  that  the  electrometer  circuit  Is  balanced 
When  properly  adjusted  a line  voltage  change  from  NO  to  125 
volts  makes  no  noticeable  deflection  on  the  galvanometer  In 
the  electrometer  circuit. 


Line  volts 


Figure  4.5  - Effect  of  Compensation  on  Power  Supply 
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FI6.4.E--  OUTPUT  VOLTA6F  CHARACTERISTICS  OF  POWER  SUPPLY 
With  dry  cell  battery  as  reference  element. 
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SECTION  5 

DESCRIPTION  OF  THREE  EXPERIMENTAL 
ELECTROMETER  CIRCUITS 

T h I » section  will  present  a description  ot  three 
electrometer  circuits.  The  tlrst  Is  an  a-c  line  powered, 
unity  feedback  current  amplifier  used  In  conjunction  with 
a VX-4 IA  electrometer  tube.  This  amplifier  measures  the  Ion 
currents  In  a mass  eter  especially  designed  for  the 

study  of  negative  gaseous  Ions.  The  second  electrometer 
circuit  Is  a completely  a-c  line  powered  circuit  with  a type 
FP-54  electrometer  tube  and  a galvanometer  Indicating  device. 

The  third  electrometer  Is  entirely  In  the  experimental  stage, 
and  Is  an  attempt  to  use  the  properties  of  nonlinear  capacitors 
(25,  26)  as  modulators  In  a modulated  carrier  type  of  elec- 
trometer d-c  amplifier. 

5.1  Unity  feedback  electrometer  amplifier. — Th I s amp  1 1 f I er 
contains  two  complete  measuring  circuits  powered  from  the 
same  stabilized  power  supply.  A circuit  diagram  of  one  of 
these  amplifiers  Is  shown  In  Fig.  5.1.  This  circuit  Is  similar 
to  a circuit  used  by  Nl er  Ii4).  The  electrometer  tube  Is  housed 
In  a small  brass  box  which  can  be  placed  near  the  Ion  collectors 
of  the  mass  spectrometer,  and  Is  connected  to  the  main  amplifier 
via  shielded  cables.  The  electrometer  circuit  Is  of  the  modified 
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DuBridge  and  Brown  type  (8).  Since  the  output  ot  such  a 
circuit  Is  balanced  and  above  ground  potential  a Miller  (17) 
type  of  compensated  input  type  of  circuit  is  u?.ed  on  the  Input 
to  the  amplifier.  As  in  the  power  supply  error  amplifiers, 
these  are  modified  Miller  circuits  in  which  Rq  I*  made  zero 
so  that  both  grids  may  be  used  as  a difference  amplifier* 

The  remaining  portion  of  the  amplifier  is  a conventional  d-c 
amplifier  with  a cathode  output  stage.  Batteries  are  used  to 
bring  the  steady  state  component  of  the  output  of  the  cathode 
followers  to  ground  potential.  Drift  in  battery  voltage  at 
this  point  in  the  circuit  is  not  too  serious  since  drift  is 
reduced  by  a factor  equal  to  the  open  loop  gain  of  the  amplifier. 
Maximum  current  drain  on  the  batteries  Is  rarely  over  100  yu-a., 
since  the  Indicating  meter  has  a sensitivity  of  IOO/*a.  full 
scale.  If  a negative  source  of  stabilized  voltage  of  about 
-100  volts  were  available  the  grounded  side  of  the  cathode 
resistor  of  the  cathode  follower  could  be  connected  to  this 
potential  source  thus  bringing  the  cathode  potential  near  to 
ground  potential  and  eliminating  the  need  for  the  batteries. 

The  Indicating  meter  in  conjunction  with  the  range  switch  and 
scries  resistors  forms  a voltmeter  with  full  scale  sensitivity 
of  5 mv.,  50  mv.,  100  mv.f  and  I volt.  As  shown  in  Appendix  1, 
a unity  feedback  d~c  amplifier  has  a steady-state  voltage  gain 
very  near  one,  hence  the  Indicating  meter  reads  the  voltage 
across  the  Input  resistor  at  the  grid  of  the  electrometer  tube 
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to  a high  degree  of  accuracy*  In  this  circuit  a grid  resistor 
of  approximately  10"  ohms  Is  used  in  each  electrometer  grid 
circuit  and  with  the  voltage  ranges  stated  above  this  gives 
full  scale  current  sensitivities  of  5x10“**,  5x10“*^,  10“*^, 

and  1 0” * * amp* 

As  vlth  any  amplifier  with  more  than  two  stages  and 
large  amounts  of  feedback,  precautions  must  be  taken  to  reduce 
the  open  loop  gain  to  less  than  one  as  the  phase  shift 
approaches  180  degrees*  This  amplifier  contains  at  least 
six  energy  storage  elements  due  to  stray  capacitances  in  the 
Individual  stages  and  so  would  oscillate  If  the  0*5/*f  condenser 
were  not  placed  across  the  plate  load  resistor  of  the  last 
pentode  stage.  Thus,  the  half-power  frequency  of  this  stage 
Is  made  so  low  compared  to  the  other  stages  that  for  all 
practical  purposes  the  open  loop  amplifier  can  be  considered 
to  have  a single  energy  storage  system*  When  the  feedback 
loop  Is  closed  an  additional  large  time  constant  circuit  is 
added  due  to  the  high  value  grid  resistor  and  the  Input 
capacity  df  the  electrometer  tube*  As  shown  In  Appendix  II 
the  system  output  can  contain  damped  oscillations  after  the 
application  of  a step  signal  unless  circuit  constants  arc 
adjusted  to  reduce  these  effects*  The  shields  surrounding 
the  grid  leads  of  the  electrometer  tube  are  connected  to  the 
feedback  lead  In  order  to  alter  the  feedback  at  higher 
frequencies  and  thus  increase  transient  stability*  It  should 
be  noted,  however,  that  such  a practice  also  increases  the 
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time  constant  of  the  input  circuit  and  hence  is  a compromise 
between  speed  of  response  and  transient  stability* 

A switch  is  provided  so  that  plate  and  space  charge 
grid  voltages  may  be  turned  on  after  the  filament  In  the 
electrometer  tube  has  reached  operating  temperature  and 
allows  renova  I of  these  voltages  before  the  fi lament  it 
turned  off*  failure  to  preheat  the  cathode  causes  an  Increase 
In  long-time  drift*  This  is  believed  to  be  caused  by  momen- 
tary operation  of  the  filament  under  temperature  limited 
conditions  that  tend  to  destroy  the  very  thin  emitting 
surface  which  Is  then  slowly  replenished,  resulting  In 
eml ssl on  drift* 

Drift  of  amplifier  number  two  Is  less  than  number 
one*  Tests  over  a period  of  six  hours  showed  that  drift  In 
amplifier  number  two  was  not  over  a half  of  a mv.  after 
approximately  a four  hour  warm  up. 

The  advantages  of  a feedback  amplifier  for  this  type 
of  work  are: 

I*  Sensitivity  Independent  of  tube  and  circuit 
parameters* 

2*  Apparent  capacity  of  Input  circuit  reduced* 

3<>  Greatly  Improved  linearity* 

4*  Low  output  Impedance* 

5*2  Single  tube  electrometer  circuit*— A circuit  diagram  of 
this  electrometer  Is  shown  In  Fig.  5*2  It  Is  essentially  the 
same  as  the  modified  DuBrldgc  and  Brown  circuit  described 
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in  Section  2.  This  electrometer  circuit  is  entirely  powered 
from  the  a-c  line  by  the  stabilized  supply  described  in 
Section  3.  The  complete  electrometer  consists  of  four  parts, 
the  power  supply,  conlrol  unit,  electrometer  tube  with 
shield,  and  galvanometer,  which  are  Interconnected  by 
shielded  cables  so  wired  that  accidental  connection  of  the 
wrong  units  can  do  no  damage.  The  unit  containing  the 
electrometer  tube  Is  made  of  approximately  l/4  Inch  thick 
soft  Iron  to  provide  some  degree  of  magnetic  shielding  for 
the  tube  when  used  near  magnetic  fields  such  as  are  encoun- 
tered near  the  electromagnets  of  a mass  spectrometer.  The 
2K  and  5K  resistors  In  the  space  charge  grid  circuit  are 
precision  wire-wound  units.  The  other  resistors  In  the  cir- 
cuit, including  the  special  tapped  resistor,  were  wound  with 
manganln  wire  on  Luclte  forms.  The  Aryton  shunt  and  coarse 
zero  adjustment  controls  are  General  Radio  type  47|-A  poten- 
tiometers. The  fine  zero  adjustmrr,t  Is  a General  Radio  type 
214-A  potentiometer.  The  use  of  good  quality  parts  is  an 
absolute  necessity  in  this  type  of  circuit.  A Leeds  & Northrupy 
Type  E,  galvanometer  with  a sensitivity  of  3.6x10  amp/mm0 
gives  a maximum  voltage  sensitivity  of  24,  000  mm/volt.  A 
grid  resistor  of  10**  ohms  allows  a maximum  current  sensiti- 
vity of  4.1x10  amp. /mm. 

5.3  Nonlinear  capacitor  e I ec t romet er.--The  nonlinear  character- 
istics of  certain  ceramic  materials,  as  a function  of  applied 
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voltage  offer  the  posslbl  1 1 t y of  constructing  a stable  modu- 
lator for  a modulated  carrier  d-c  amplifier.  Fogle  127) 
has  conducted  tests  on  samples  of  ceramics  from  various 
manuf ac turers.  He  found  that  the  American  Lava  Company 
type  T- 128  ceramic  material  had  the  largest  rate  of  change 
of  capacity  with  voltage.  The  charac t er I s t I cs  of  this  sample 
are  shown  in  Fig.  5.3.  Resistivity  data  Is  not  generally 


Figure  5.3  - Cha ra c t er I s t I c s of  Nonlinear  Capacitor 

aval lable,  but  the  General  Ceramic  type  B-7  Is  specified  to 
have  a resistivity  of  6x!0*^  ohm-cm, 

Fogle  has  designed  an  amplifier  using  this  type  of 
capacitor.  The  variations  of  the  capacity  of  the  ceramic 
condenser  with  applied  signal  causes  frequency  modulation  of 
an  r-f  oscillator,  which  In  turn  feeds  Into  a s loDe  type 
dl scr I ml na tor  that  recovers  the  amplified  signal. 

Several  tests  were  made  of  a bridge  type  modulator 
using  nonlinear  capacitors.  The  circuit  Is  shown  in  Fig.  5.4. 
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Nonlinear  capacitors  are  used  in  two  legs  of  the  bridge 
circuit  in  ord^r  to  cancel  temperature  effects,  since  nonlinear 
capacitors  have  a rather  large  temperature  coefficient.  An 
r- f oscillator  with  a frequency  of  a ppro x I ma t e I y 175  ke. 
supplies  the  ex:ltation  voltage  at  point  a-a.  The  secondary 
of  the  t ra ns f ormer  resonates  with  the  capacity  of  the  fcrldge 
at  points  a-a  at  this  frequency.  By  action  of  blocking 


Figure  5.4  - Nonlinear  Capacitor  Modulator 

condensers,  the  input  signal  Is  applied  to  the  lower  nonlinear 
capacitor  only.  The  output  of  the  bridge  circuit  is  indicated 
on  an  oscilloscope.  with  this  rather  crude  setup,  about  five 
volts  was  necessary  on  the  Input  circuit  In  order  to  detect  any 
unbalance  In  the  bridge  circuit.  Larger  and  more  linear 
capacity  changes  are  possible  if  the  ceramic  condenser  is 
biased  to  point  X on  the  characteristic  curve  as  shown  in 
F I q.  5, 3.  but  this  Imposes  the  additional  problem  of  obtaining 
a stable  bias  source. 
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Perhaps  a doubiy  resonant  bridge  circuit  as  used 
by  Cook  (28)  to  detect  minute  changes  In  capacity  would 
prove  useful  here.  In  Cook’s  circuit  the  Input  from  the 
oscl lletor  Is  resonated  with  the  capacity  of  the  bridge 
circuit  In  order  to  provide  large  circulating  currents.  The 
output  of  the  bridge  circuit  Is  also  resonated  with  the  Input 
transformer  to  the  carrier  amplifier.  Capacity  changes  as 
small  as  0.001  /^**f  can  be  measured  with  this  type  of  circuit. 


SECTION  6 


SUMMARY  AND  CONCLUSIONS 

Methods  for  the  measurement  of  small  direct  currents, 
using  vacuum  tube  amplifiers,  have  the  following  advantages 
over  the  now  almost  obsolete  methods  using  quadrant  elec- 
trometers : 

1.  Relative  ease  of  Installation  and  adjustment. 

2.  Considerable  ruggedness  and  dependability. 

3.  High  degree  of  linearity  and  stability  of 
sensitivity  when  negative  feedback  Is  used. 

4.  Increased  speed  of  response. 

The  greatest  single  difficulty  with  electronic  methods 
for  the  measurement  of  small  direct  currents  Is  drift  of  the 
zero  of  the  Indicating  device.  After  drift  due  to  changes 
In  circuit  parameters  and  supply  voltages  have  been  minimized, 
the  remaining  drift  Is  due  to  variations  In  vacuum  tube  parameters. 
Some  of  the  various  types  of  circuits  and  tubes  devised  for  neu- 
tralizing these  effects  have  been  discussed.  The  split  elec- 
trometer tube  and  modulated  carrier  systems  offer  the  greatest 
! mmun I ty  to  drift. 

The  smallest  current  that  can  be  measured  with  an  elec- 
trometer tube,  such  as  described  In  this  thesis,  is  limited  due 
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to  fluctuation*  caused  by  thermal  effects  in  the  grid  resistor 

and  the  shot  effect  In  the  tube.  Ha  f s t ad  (29)  has  shown  that 

the  maximum  sensitivity  from  an  FP-54  tube  can  be  obtained 

with  a "floating  grid"  provided  the  tube  Is  held  In  a chamber 

under  reduced  pressure.  The  grid  thus  automatically  assumes 

a potential  (near  -2.5  volts)  such  that  grid  currents  are  at 

a minimum  and  grid  resistance  can  be  assumed  to  be  approxl- 
14 

matcly  10  ohms.  A measure  of  fluctuations  under  these  con- 
ditions shows  that  a current  of  3x10""*^  amp.  or  two  electrons 

per  second  could  be  detected.  As  the  time  constant  of  the  grid 
circuit  Is  300  sec.,  I*  would  take  several  minutes  to  detect 
such  a signal.  Thus  speed  of  response  must  be  sacrificed  for 
maximum  sensitivity.  Another  way  of  saying  This  Is  that  band- 
width Is  reduced  In  order  to  Improve  s I g n a I- 1 o-i»o  I s e ratio. 

An  a-c  line  powered,  unity  feedback,  electrometer 
amplifier  has  been  constructed  for  measuring  the  small  Ion 

currents  In  a mass  spectrometer  designed  for  the  study  of 

negative  gaseous  ions.  This  amplifier  has  been  in  use  about 
eight  months  and  has  satisfactorily  low  drift  rate.  If  allowed 
to  warm  up  for  about  four  hours  before  use* 

A second  electrometer  circuit  that  Is  entirely  powered 
from  the  a-c  line  has  been  constructed  and  tested  but  has  not 
as  yet  been  used.  A glow-tube  Is  used  as  the  reference  In 
the  power  supply.  The  effects  of  sma i i voltage  changes  that 
may  occur  when  the  power  supply  Is  turned  on,  due  to  mode 
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changes  In  the  glow  tube,  are  not  serious  since  the  circuit 
should  be  balanced  before  use  In  any  event.  This  electrometer 
has  a sa 1 1 s t «c tor  I « y small  drift  rate  although  not  as  low  as 
the  feedback  electrometer  circuit, 

A brief  study  of  the  possibility  of  employing  the 
properties  of  nonlinear  capacitors  as  electrometers  ’tends  to 
Indicate  that  a workable  electrometer  could  be  made.  Apparently 
the  main  limitations  would  be  drift  due  to  the  effects  of 
hysteresis  and  temperature  changes.  Sensitivity  could  possi- 
bly be  Improved  by  using  very  thin  sections  of  dielectric 
material  to  allow  a greater  potential  gradient  from  the  slgna'. 

A doub ly-r rf onant  bridge  circuit  would  be  helpful  to  obtain 
maximum  sensitivity. 

It  has  been  shown  in  this  thesis  that  the  problem  of 
zero  point  drift  in  electrometer  tube  amplifiers  can  be  satis- 
factorily solved  by  careful  attention  to  circuit  components  and 
stability  of  the  power  supply.  An  electrometer  amplifier  has 
been  shown  to  operate  satisfactorily  without  the  use  of  dry 
cells  or  storage  batteries.  A new  type  of  electrometer  circuit 
emp  I oy  1 ng  hum  I Iniisr  capacitors  Has  been  pro  pc  sed.  It  Is  hoped 
that  this  research  will  contribute  In  some  small  measure  to  the 
solution  of  the  general  problem  of  the  measurement  of  small 
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APPENDIX  I 


ANALYSIS  OF  FEEDBACK  ELECTROMETER  AMPLIFIER 
WITH  CONSTANT  180°  PHASE  SHIFT  AND  GAIN 


C - Input  capacltanc  :trometer  tube  and 

wiring  capacl tance 

R - electrometer  grid  resistor 

i|  - Input  current 


r* 


Equ I va I cn t Circuit 


!<.'  - I c +I„ 


m 


12) 


Ej  - 1 R R — K 


13) 
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Solution  of  equations  I and  2 for 


E8  9l»«. 


“ c~J Ti  Jr  — T*  Jr  . 


(4) 


Substitution  of  equation  3 In  equation  4 gives 


Ea  = 


CT  / Ic  dxr 


Since  t - K 6 


g 


E Q = 


, + -K.  jdr 

- hr  fate 


15) 


Taking  the  LaPlacc  transform  and  assuming  zero  initial  energy 
storage,  there  follows 


t\  CO  = 


Ic  is) 


5+  Tfe<*+0 


(6) 


Assume  a unit  step  change  In  I 


I 


gives 


Ic 

S 


t»  ( s)  c ft  < 


s(  S + Ttc  LK  + O ) 


17) 


Tables  of  Inverse  transforms  (30)  give 

& <o  « - ht  r‘  R ('  - 


K+l  r \ 


(8) 
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If  0)1  this  simplifies  to 


- r : r (i  - 


19) 


This  analysis  snows  that  with  a unit  step  of  the  Input 

current,  I,,  that  the  output  voltage  rises  exponentially  to 

a maximum  value  R I-  with  a time  constant  - R.P.  . The 

K+ I 1 

Important  thing  to  notice  Is  that  negative  feedback  has 

reduced  the  time  constant  of  fhe  Input  circuit,  consisting 

of  C and  R,  by  a factor  ot  K * i and  also  that  the  output 

y 

voltage  is  equal  to  the  Input  voltage  by  a factor  '^+j  — » 
which  Is  very  near  unity  ter  large  values  of 
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ANALYSIS  Of  FEEDBACK  ELECTROMETER  AMPLIFIER  WITH 
ATTENUATION  AND  PHASE  SHIFT  AT  HIGH  FREQUENCIES 


R 

✓vwwv* 


* AMPLIFIER 
KG(jJ)-  K 


Jtj  H,C,  ♦ | ^ 


Attenuation  and  phase  shift  at  high  frequencies  arc 
produced  by  shunting  the  load  resistor  of  one  pentode  stage 
with  a 0.  5/A,-f  condenser.  The  transfer  character  I st  ics  of 
the  amplifier  no»  become 


K G(joo)  = — - 

/wR.C,  +1 


Where 


R — jjV  Tp 

R3  +*-rr  + >> 


R^  **  plate  load  resistor 
Rg  - grid  resistor  of  next  tube 
rp  • plate  resistance  of  tube 
Cj  - shunting  condenser 
When  transformed 


K G Cs) 


JL_  f — - — 

R.c,  v 5 + 


( i) 


12) 
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I*  this  value  of  K Is  substituted  In  equation  7 of  Appendix  I, 

then 


E0  cs) 


K . _J 

ft.c,  S-*-7rr, 

C 


5CS  + 


, (3) 


which  s Imp  I I t I cs  to 


E0  (S)  - Jt* 


K 

6 R,C, 


scs+^jcs+s jJ 


Wher  « 


A +S  — | 

C RC  + R,  C, ' 

\ + / / Rc-M?.c,  \* 

/Kd-/  \ 

^ 2 ft  c R , C,  y 

' y/  V 2.  RC  R.C,  J 

VRcft.c.y 

^ * A-B - / 

' RC  -t-  R.C,  \ 

//Re  +•  R,C,  \*_  / 

' K-M  \ 

V 

2 RC  ft,  C,  y 

V V 2-  RC  R,C,  ) ( 

..rc  ft.c.y 

Tables  ot  inverse  transforms  (301  give 


So  <C> 


rJi  K ■ (\ 


+■ 


V € ^ 
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or 
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Three  conditions  of  operation  can  exist,  depending 
on  the  roots  of  the  cha r a c t er i s t I c equation  in  equation  3: 

1 . ft  +■  1 y f ft  c -t-  R,  c < \ 

RC  R~C,  V ZR  CR.C,  ) ‘ 

This  is  the  overdamped  condition. 

2.  ft  ± 1 = l RC  ±JL£ L.f 

RCftC,  ~ ^ 2 RCKft,  J 

This  is  the  critically  damped  condition. 

K + 1 \ ( + R‘C‘  ) 

RCf?,C,  ^ L ZRCR'C,  j 


TM  s Is  the  underdamped  condition. 
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